CIHM 
Microfiche 
Series 
(IMonographs) 


ICIMH 

Collection  de 
microfiches 
(monographies) 


Canadian  Institute  for  Historical  Microroproductions  /  institut  Canadian  da  microraproductions  historiquas 


Technical  and  Bibliographic  Notes  /  Notes  techniques  et  bibliographiques 


The  Institute  has  attempted  to  ot)tain  the  best  original 
copy  available  for  filming.  Features  of  this  copy  which 
may  be  bibliographically  unique,  which  may  alter  any  of 
the  images  in  the  reproduction,  or  which  may 
significantly  change  the  usual  method  of  filming  are 
checited  below. 


D 
D 
D 


D 
D 
0 
D 


D 


Coloured  covers  / 
Couverture  de  couleur 

Covers  damaged  / 
Couverture  endommag^ 

Covers  restored  and/or  laminated  / 
Couverture  restaurde  et/ou  pellicula 

Cover  title  missing  /  Le  titre  de  couverture  manque 

Cotoured  maps  /  Cartes  g^raphiques  en  couleur 

Coloured  init  (i.e.  other  than  blue  or  black)  / 
Encre  de  couleur  (i.e.  autre  que  bleue  ou  noire) 

Coloured  plates  and/or  illustrations  / 
Planches  et/ou  illustrations  en  couleur 

Bound  with  other  material  / 
Reli6  avec  d'autres  documents 

Only  edition  available  / 
Seule  Mition  disponible 

Tight  binding  may  cause  shadows  or  distortion  along 
interior  margin  /  La  reliure  serrte  peut  causer  de 
t'ombre  ou  de  la  distorsion  le  long  de  la  marge 
int^rieure. 

Blank  leaves  added  during  restorations  may  appear 
within  the  text.  Whenever  possible,  these  have  been 
omitted  from  filming  /  Use  peut  que  certaines  pages 
blanches  ajout^es  lors  d'uie  restauration 
apparaissent  dans  le  texte,  mais,  lorsque  cela  6tait 
possible,  ces  pages  n'ont  pas  6X6  filmtes. 

Additional  comments  / 
Commentaires  suppi^mentaires: 


L'Institut  a  mk:rofllm6  le  meilleur  exemplaire  qu'il  lui  a 
M  possible  de  se  procurer.  Les  details  de  cet  exem- 
plaire qui  sont  peut-«tre  unk|ues  du  point  de  vue  bibli- 
ographique,  qui  peuvent  modifier  une  image  reproduite, 
ou  qui  peuvent  exiger  une  modifk:ation  dans  la  m«tho- 
de  normale  de  filmage  sont  indk|ute  ci-dessous. 

I     I  Cotoured  pages  /  Pages  de  couleur 

I I  Pages  damaged  /  Pages  endommag^es 

I     I  Pages  restored  and/or  laminated  / 


Pages  restaur^es  et/ou  peliknildes 

Pages  discotoured,  stained  or  foxed  / 
Pages  dteolortes,  tachetdes  ou  pkiutes 


[Zl 

I     I  Pages  detached  /  Pages  d^tach^s 

|7|  Showthrough/ Transparence 

I      I  Quality  of  print  varies  / 


D 
D 


D 


Quality  inhale  de  I'impresston 

Includes  supplementary  material  / 
Comprend  du  materiel  suppl^mentaire 

Pages  wholly  or  partially  obscured  by  errata  slips, 
tissues,  etc.,  have  been  refilmed  to  ensure  the  best 
possible  image  /  Les  pages  totalement  ou 
partiellement  obscurcies  par  un  feuillet  d'errata,  une 
pelure.  etc.,  ont  6t6  film^es  k  nouveau  de  fa^on  k 
obtenir  la  meiileure  image  possible. 

Opposing  pages  with  varying  colouration  or 
discok>uratk)ns  are  filmed  twk»  to  ensure  the  best 
possible  image  /  Les  pages  s'opposant  ayant  des 
colorations  variables  ou  des  decolorations  sont 
filmtes  deux  fois  afin  d'obtenir  la  meiileure  image 
possible. 


This  HMn  la  fflmad  at  tlw  raduetion  ratio  ctMcInd  below  / 

w9  Qoouinsnt  ftst  fiinis  mi  ibux  oft  rvaucuon  InmQus  ci'ossBom. 


lOx 

14x 

18x 

22x 

26x 

30x 

J 

12x 


16x 


20x 


24x 


2tx 


Th«  copy  filmed  h«r«  hat  b««n  reproduced  thanks 
to  tha  ganarosity  of: 

Ltorary 
Agriculturt  Canada 

Tha  Imagaa  appearing  hare  are  the  beat  quelity 
poeaibia  eonaidaring  tha  condition  and  iegibiiity 
of  the  original  copy  and  in  keeping  with  the 
filming  contract  apecH icationa. 


L'axempleire  fiimi  fut  reproduit  grice  A  la 
g4n4roaiti  da: 

BIbiiMhiqua 
AgricuHura  Canada 

Lea  imagaa  suh^ntea  ont  4tt  reproduitea  avec  le 
plua  grand  soin.  compte  tenu  do  la  condition  at 
da  hi  nettet*  do  I'exempleire  filmA.  et  en 
conformity  avec  lee  conditione  du  contret  do 
filmege. 


Original  copiea  In  printed  paper  covers  ere  filmed 
beginning  with  the  front  cover  end  ending  on 
the  iaat  page  with  a  printed  or  illustreted  imprea> 
sk>n,  or  tha  back  cover  when  eppropriete.  Ail 
other  original  copiea  are  filmed  beginning  on  the 
firat  page  with  a  printed  or  illustreted  imprec* 
sion,  and  ending  on  the  Iaat  page  with  a  printed 
or  iiluetratad  impreaalon. 


Tha  Iaat  recorded  frame  on  eech  microfiche 
ahaU  contain  the  aymbol  — ^  (meaning  "CON- 
TINUED"), or  tha  aymbol  V  (meening  "END"), 
whichever  eppNea. 


Lea  exemplelrea  origlnaux  dont  la  couverture  en 
papier  eat  imprimto  sent  filmte  en  commenfent 
per  le  premier  plot  et  en  terminent  aolt  par  la 
darniAre  page  qui  comporte  une  emprelnte 
d'impreaaion  ou  dllluatratlon.  aolt  par  le  aacond 
plat,  aalon  le  caa.  Toua  lee  eutrea  exemplairee 
origineux  aont  filmte  en  commenfent  par  la 
premiere  poge  qui  comporte  une  emprelnte 
dirnpreaalon  ou  dllluatratlon  et  en  terminent  per 
la  darniAre  page  qui  comporte  une  telle 
emprelnte. 

Un  dee  aymbolea  auhranta  apparattra  aur  la 
damlAre  Imege  do  cheque  microfiche,  aalon  la 
caa:  la  aymbola  — ►  aignifia  "A  8UIVRE".  le 
aymbola  ▼  aignifia  "FIN". 


Mapa.  plataa.  charta.  etc.,  may  be  filmed  at 
different  reduction  ratioa.  Thoae  too  large  to  be 
entirely  inchided  In  one  expoaura  are  filmed 
beginning  in  the  upper  left  hand  comer,  left  to 
right  arul  top  to  bottom,  aa  many  framee  aa 
required.  The  following  diagrama  illustrate  the 
method: 


Lea  cartee.  planchae.  tableaux,  ate.,  peuvent  Atre 
filmte  i  dee  taux  da  rMuctlon  dIffAranta. 
Loraqua  la  document  eat  trop  grand  pour  Atra 
reproduit  en  un  aeul  clichi.  II  eat  filmA  A  partir 
da  Tangle  aupArieur  gauche,  da  gauche  A  drofte. 
et  de  haut  an  baa.  an  prenent  le  nombre 
dimagea  nAcaaaaira.  Lea  diagrammea  auivanta 
illusuent  la  mAthoda. 


1  2  3 


1 

2 

3 

4 

5 

6 

imatocon  mourrioN  tbt  ouit 

(ANSI  and  ISO  TEST  CHART  No.  2) 


A 


^IPPLIED  HVHGE    Inc 

165}  Coat  Main  Stml 

RoclMilar,  Nnr  Yorti        14609       US* 

(716)  462  -  0300  -  PtHMw 

(716)  288  -  M89  -  Fa. 


6  3  70. 

CO  Bii.   'i 


BULLETIN    170.]  [MARCH.  1600. 

Oniario   Department  of   Agriculture. 

DAIRY  BRANCH 


MITCHELLWALKER  TEST  BOTTLE 

A  NEW  FORM  OF  BABCOCK  TEST  BOTTLE. 

By  J.   W.   Mitchell,  B.  A.,   Supt.   Eastern   Dairv  School,   and  W.  O. 

Walker,   M.A.   Lecturer  on  Org^anic  Chemistry,    School    of 

Mining,  and  Dairy  Chemistry,  Eastern  Dairy  School, 

Whether  used  for  butter  or  cheese  making,  or  for  sundry  other 
purposes  that  might  be  mentioned,  milk  is  valuable  not  simply  in  pro- 
portion to  as  weight,  but  rather  in  proportion  to  the  one  or  more  solids 
which  It  contams  and  which  we  wish  to  utilize.  For  butttr-making  it 
IS  valuable  in  proportion  to  the  amount  of  butter-fat  which  it  contains 
and  for  cheese-making  practically  in  proportion  to  its  fat  and  casein 
content. 

The  need  of  a  thoroughly  practical  test  for  determining  the  per 
cent,  of  fat  in  milk  was  a  want  that  was  long  felt  before  it  was  actually 
realized,  and  it  led  many  to  study  the  subject  with  a  view  to  satisfying 
this  want  The  farmer  needed  it  to  aid  him  in  the  building  up  of  his 
dairy  herd,  it  was  needed  in  creameries  in  order  that  an  equitable  divis- 
ion of  the  proceeds  might  be  made,  and  it  was  realized  that  such  a  test 
would  be  most  valuable  for  testing  the  by-products  with  a  view  to  prv- 
venting  undue  losses  through  these  channels ;  and  we  would  add  that 
such  a  test  should  be  in  general  use  in  cheese  factories,  in  connection 
with  the  division  of  the  proceeds,  instead  of  the  "pooling"  system  or 
the  system  of  dividing  the  proceeds  mcrelv  m  accordance  with  the 
xyeight  of  milk,  which  latter  method  is  all  but  universal  at  the  present 
time.  " 

On  this  continent  and  in  different  countries  outside  of  it  the  Bab- 
cock  test  has,  for  good,  and  s-  '^stantial  reasons,  supplanted  all  of  its 
rivals  for  the  determining  of  t  •  in  milk  and  its  products  and  by-oro- 
ducts.     It  IS  simple,  speedy,  ai  ,  accurate;  and  as  but  a  single    cheap 
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reagent  ia  uaed  the  coat  of  a  teat  ia  amall.  It  ia  already  uaed  in  nearly 
all  of  our  creameriea  for  the  purpoae  of  eatimating  the  value  of  milk 
and  cream  for  butter-making  purpoaea  and  dividing  the  proceeda 
ainongat  the  aeveral  patrona  accordingly ;  and,  aa  haa  already  been  inti- 
mated, it  should,  with  the  requisite  modifications,  be  generally  adopted 
for  a  like  purpose  in  our  cheeae  factoriea. 

The  extra  time  and  labor  it  entails  is  undoubtedly  one  of  the  chief 
factora  that  have  militated  against  the  general  introduction  of  the  teat 
into  cheese  factories,  although  this  reason  is  not  usually  brought  very 
prominently  to  the  fore  by  advocates  of  the  "pooling"  system.  We 
venture  to  aay,  however,  that  few  if  any  dairymen  of  prominence  wiU 
aay  that  the  "pooling"  ayatem  ia  a  just  on«,. 

It  is  but  fair,  then,  to  conclude  that  any  improvement  that  can  be 
made  in  the  test,  in  the  way  of  lessening  the  time  and  labor  involved 
in  conductmg  it,  will  be  much  appreciated  by  all  factorymen  now  using 
It  and  will  greatly  help  to  popularize  the  test  and  hasten  its  more  een 
eral  introduction.  " 

There  were  some  features  of  the  test,  as  henetofore  applied,  which 
we  looked  upon  as  demanding  more  time  and  care  than  was  desirable, 
and  these  objectionable  features  we  felt  might  be  eliminated  by  some 
modification  in  the  apparatus  and  conducting  of  the  test. 

During  the  present  year  we  have  done  considerable  experimental 
work  with  a  view  of  shortening  the  length  of  time  required  for  conduct- 
ing the  teat.  Our  main  point  of  attack  has  been  upon  that  part  of  the 
teat  which  involves  the  stopping  of  the  centrifugal  machine  during  the 
test,  adding  hot  water  to  the  individual  bottles  and  again  whirling  the 
bottles  before  the  readings  are  taken. 

We  started  our  work  on  the  principle  of  the  use  of  a  small  centri- 
fuge  to  be  placed  on  the  spindle  of  the  ordinary  centrifuge  for  the  pur- 
poae of  receiving  and  conveying  the  water  to  the  bottles  while  the 
machine  was  in  motion.  This  necessitated  a  modification  of  the  test 
bottle  for  the  purpose  of  receiving  the  water  from  the  small  centrifuge. 
After  much  experimental  work  we  have  succeeded  in  devising  a  centri- 
fuge and  bottle  that  give  every  satisfaction. 

The  Water  Centrifuge. 

I 
The  small  centrifuge  that  is  placed  on  the  spindle  of  the  machine. 
for  the  purpose  of  adding  water  to  the  bottles  while  in  motion,  is  what 
we  mean  by  the  term  water  centrifuge,  there  being,  in  addition,  the 
lai^e  centrifuge  for  whiriing  the  bottles.  The  first  forms  of  centrifuge 
designed  by  us  were  made  on  the  principle  of  a  hollow  cylinder  perfo- 
rated for  the  exit  of  the  water.  It  had  a  horizontal  plate  with  wings 
on  its  upper  side,  the  purpose  of  these  being  to  set  the  water  in  motion 
and  prevent  its  falling  to  the  bottom  of  the  centrifuge  to  too  great  an 
extent,  as  it  was  necessary  to  direct  it  in  two  main  streams,  upper  and 
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lower,  to  fill  two  rows  of  bottles  in  the  machine.  We  have  dkcanled 
the  wings  entirely  so  that  now  the  cc^ntrifuge  is  perfectly  simple  in 
construction,  consisting  tlmply  of  «  hollow  cylinder  with  the  upper  and 
lower  parts  of  the  wt.ll  perforated.  In  order  to  guard  against  any 
particles  of  dirt,  that  might  be  in  the  water  used,  entering  the  centri- 
fuge and  stopping  up  the  perforations  we  converted  the  above-mentioned 
horizontal  plate  into  &  strainer  consisting  of  a  solid  bottom  with  sides  of 
wire  gauze  that  can  be  easily  removed  and  cleaned  when  necessary.  The 
whole  centrifuge  slips  on  to  the  spindle  of  the  ordinary  machine  and  the 
water  is  simply  poured  in  at  the  top  through  the  cone-shaped  cover  of 
the  machine. 

By  reference  to  the  accompanying  cut  the  construction  of  the  cen- 
trifuge will  be  readily  understood. 


The  Bottlk. 

The  bowl  and  graduated  neck  of  the  bottle  are  similar  to  those  of 
the  ordinary  test  bottle.  In  addition  our  bottle  possesses  a  second  neck 
of  a  funnel  or  inverted  cone  shape  for  receiving  the  water  from  the 
water  centrifuge  on  the  spindle.  The  upper  end  of  this  neck  is  bevelled 
for  the  two-fold  purpose  of  catching  the  water  from  the  centrifuge  and 
preventing  the  fat  in  the  graduated  neck  from  overflowing.  The  lower 
end  of  the  neck  is  reduct- d  in  size  and  prolonged  into  a  curved  tube  for 
the  purpose  of  preventing  any  fat  from  rising  into  it  durir7  the  test. 
Furthermore,  the  direction  in  which  it  curves,  namely,  toward  the  outer 
wall  of  the  bottle,  causes  the  acid  to  flow  down  the  side  of  the  bottle 
to  the  bottom,  thus  avoiding  its  mixing  with  and  charring  the  sampte. 
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Drjicriitio\  0¥  THk  Q  1. 

f«g.   r   IS  a  ptTKptrtive  vi«w  of  our  improved  apparatus   partially 
broken  away  and  in  Miction.  rr-  i~         7 

.u  i!'.*'';  *\'*."  **=y''"""'  P'«"  "hnwinjT  portion  of  the  cup»  and  bottlci. 
the  bottles  bvinyr  shown  in  full. 

ImK-  .1  is  a  detail  of  the  water  cci)trifu)rc. 
F^.  4  "»  a  pirsptctive  detail  ..f  the  fx.tfU-. 
FIr-    5  '»    a    lonjfitudimtl    seition     tiirnuL'h 
thereof.  " 

In   th     tf(;.wi;jtfs  like  letters   of    rcferince 
parts  in  each  fifrure. 

A.  hliWfi!''"  ?'''''*'  '."  J""^"""^-d  ""  «  -haft  B.  and  comprise;  arm* 
A  bent  at  the  outer  end  and  A'  »ubj*tantially  at  riehl  ande*  to  the 
ma.n  portion  of  the  arm.  C  are  .runnions'secur.S  in  the  end  o' 
the  arm  and  I)  arc  a  pair  of  eyiindriral  cups  which  arc  pr<»vided 
with  a  connecting  rim  I)'  having  the  centrally  opposed  lujrs  D'.  which 
are  journalled  on  the  trunnions  C.  t>  •  '^n'cn 

E  are  the  bottles  which  are  placed  in  the  cups  I>.  Fuich  bottle  is 
dJ^  -th  "graduated  nccK  I-  and  a  substantially  funnel  or  conl 
haped  neck  E»  havmK  ..  Invelh-d  outer  end  K\  The  position  in  which 
the  cups  and  bottles  are  shown  in  the  drawing,  is  that  which  they  assume 
when  the  machine  is  .1,  moti.m.  When  the  machine  is  stationary  the 
cups  and  bottles  stand  upright.  'rtvionnry  me 

.nA  H'"  ^^  ^''^V  '^''"♦"^^'*''  ^'hich  comprises  a  cylinder  having  upper 
and  lower  s«ts  of  perforations  F-  and  K=  in  its  periphery,  each  se°  of 
perforations  being  substantially  of  the  same  width  a."  the  ot.ter  end  o 
the  funnel-shaped  neck  E"  of  ,he  h<.t.!e  K.  As  will  be  readily  seen 
there  arc  two  layers  of  bottles,  which  assume  the  horizontal  fK,s;fion 
when   the   machine  is  in   motion  and  consequently   the   upper  and   lower 

F^^nH   U"'*        V-\  "PP"'''"  '^"^  "PP*''  ""^  '"^■••^  «•♦•'  "f  perforation 
t'  and  b'  respectively.  "^ 

F'  is  the  centre  tube  of  the  cylinder,  which  is  secured  on  the  shaft 
F  is  a  deflecting  pate  horizontally  disposed  beneath  the  top  of  the 
.entrifuge  F  and  opposite  the  flanged  opening  F».  into  which  a  funnel 
G  IS  fitted  m  order  to  feed  the  watrr  into  the  centrifuge. 
17.  u^  u  l^^'^'P^''  «f  ^••■''  ffau'^t  or  netting  extending  f  om  the  flanire 
F»    o  the  deflecting  plate  F^  such  wire  gau.e  bt-ing  de's igned  to  prevent 

f"1"f»  T'J.T.""'  P"";"^'  '"^"  '^'  cn.rifuge  and  stropping  t^he7e!s 
Ti  ^u°**'/^^  centrifuge  and  the  spiuer  carrying  the  bottfcs  are 
secured  to  the  shaft  and  rotate  in  unison.  .As  the  machine  revolved 
he  water  in  the  centrifuge  is  forcd  by  the  centrifugal  action  outward 
m  the  form  of  a  spray  and  is  caught  by  the  cone-shaped  necks  of  the 
bottles  circularly  arranged  as  will  be  readily  understood 

P  inner  ends  of  the  funnel  or  cone-shaped  necks  of  each  bottle 
fh!  uZ  f  »"  somewhat  the  fo-m  of  a  curve  E»  at  its  entra.,ce  into 
the  bottle  for  t  e  purpose  previously  mentioned. 
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Advantaou  or  tnb  Bottu  and  Cint«ifu». 

I.  The  milk  and  acid  can  be  readily  added  to  the  bottle  throuffh 
the  wide  mouth  of  the  funnel-ahapcd  neck. 

a.  The  acid  flowi  do«n  the  tide  of  the  bowl  «'thout  charrior  the 
•ample.  ^ 

3.  7*^  •wat$r  can  b«  addtd  to  the  bottki  whiU  th$  machiiit  i$  in 
motion,  thus  saving  much  tim». 

4.  Two  rows  of  bottles  can  be  used. 

5.  The  bottles  may  be  emptied  very  rapidly— twenty>four  in  ksa 
than  one  minute. 

6.  Water  can  be  added  to  the  bottles  very  quickly  for  cleaning 
them  after  the  test,  either  while  at  rest  or  in  motk>n. 

7.  No  special  form  of  machine  is  required.  We  have  been  using 
the  bottles  and  centrifuKe  with  well-known  makes  of  machines. 

8.  The  funnel-shaped  neck  on  the  sitim-miJk  bottle  eliminates  the 
danger  of  spurting  out  of  the  acid  when  shaking  Hw  contents,  on 
account  of  the  lower  opening  being  above  the  surface  of  the  liquids, 
thus  altowing  the  gases  to  escape  freely. 

9.  The  foregoing  may  be  summed  up  by  saying  that  there  is  a  sav- 
ing of  time  from  b^inning  to  end  of  the  test. 

Directions  for  Using  the  Bottle  and  CBNTRirucB. 

I.  Add  the  milk  and  acid  through  the  funnel-shaped  neck.  Shake 
the  contents  as  usual. 

a.  Place  the  small  water  centrifuge  on  the  spindle  with  the  perfo- 
rations just  behind  the  arms  of  the  large  centrifuge  and  at  the  right 
height  to  fill  the  bottles. 

3.  Place  the  bottles  in  the  pockets  of  the  machine  with  the  funnel- 
shaped  necks  on  the  inside  or  toward  the  spindle. 

4.  Have  the  cover  of  the  machine  fitting  closely. 

5.  After  whirling  the  bottles  from  four  to  five  minutes  pour  the 
water  through  the  cover  of  the  machine  at  a  rate  corresponding  to  that 
of  a  stream  from  a  half  inch  pipe.  Use  from  two  to  three  quarts  of 
water  or  enough  to  ensure  the  filling  of  the  bottles. 

6.  Continue  whirling  the  bottles  from  one  to  two  minutes  after  all 
the  water  is  added. 

7.  See  that  the  speed  is  maintained  during  the  addition  of  the 
water. 

8.  When  emptyingf  t*-    bottles  have  the  graduated  neck  underneath. 

9.  The  general  p..  ..'!es  and  precautions  that  govern  the  conduc- 
tion of  a  test  with  the  ordinary  bottle  are  assumed  to  be  understood  by 
the  operator  and  expected  to  be  applied  when  using  the  new  bottle. 

For  particulars  regarding  price,  etc.,  write  to  W.  O.  Walker, 
:£astern  Dairy  School,  Kingston,  Ontario. 


